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These instruments must only be used with turbines, handpieces and contra-angles that are technically and hygienically 
perfect, meaning that they should be well maintained and correctly cleaned. The turbines and contra-angles used for these 
instruments must ensure precise and regular rotation. 

Insert the instrument shaft into the driving unit as far as possible.

A.S.A.P. Polishers are only recommended to be used in a clockwise direction with light pressure.

Before applying the instrument on the surface to be treated, bring it to the rotation speed needed. 

In order to avoid deformations, use circular movements with the instrument. Do not bend the instrument or use it as a lever 
because this would lead to increased risk of breaking the instrument. 

Immediately discard any deformed, non-concentric rotating instruments. 

Unmounted polishers must be centered after shaftmounting in order to avoid vibrations during use and only high quality 
mandrels should be applied. Using mandrels of inferior quality could break them and cause injuries. 

Protective glasses should be worn at all times. In case of improper use or material failure, the mandrel, shaft or workpiece 

protective glass pane. 

Wearing a respiratory mask will prohibit inhaling dust from polishers or workpieces. We recommend a dust aspiration system. 

Improper use of these instruments leads to bad quality results and more risks. This is why they must be used only by 

Never exceed the maximum rotation speed stated. The recommended and maximum rotation speeds allowed can vary bet-
ween products. For that reason, please refer to the rotation speeds indicated on the packaging and in our product catalogue.

In case of non-observance of the maximum rotation speed allowed, the polisher will tend to vibrate. Such vibrations can deform 
the polisher or its shaft and cause them to break. In the latter case, the user, the patient and other persons can be injured. 

Observing rotation speeds ensures optimum results.

Non observance of the maximum rotation speed allowed increases safety risks.

Excessive pressure on the polisher can destroy it.

Excessive pressure results in more heat produced.

Excessive pressure can cause early wear of the polisher.

Always avoid excessive pressure on the instrument because this will cause overheating, which could damage the pulp. 
Additionally, in case of very excessive pressure, the instrument can break and, as a result, persons can be injured.

All  polishers are exactly tailored to your specific needs. Improper use can lead 
to tissue damage, early wear or destruction of the polisher, not to mention the risks to the user, the patient or 
other persons.

// RECOMMENDATIONS FOR USE OF  POLISHERS
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Observe user
instructions

Packaging unit

Date of manufacture

Prophylaxis Order number Safety goggles

Respiratory protection

Recommended RPM

Usable up to

Lot- Number 
for product traceability

Autoclavable ISO- Code

Disposable system

Manufacturer:
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167 Central Ave, London, ON, Canada, N6A 1M6 
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// WATER COOLING

// SYMBOLS
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All instruments are delivered unsterile and must be run through the indicated cycle before and after each use.

synthetics/silicones”, because if the label only says “rotary instruments”, the solution may not be suitable for polishers.

Pre-clean under running water with a brush (plastic) directly after use.

Cleaning programme as indicated by the manufacturer in the operating instructions.

No residues > continue to sterilisation.

Visible residues > repeat cleaning.    
Reject and dispose of instruments in the 
event of discernible defects.

 Strong acids and strong bases may oxidize the stainless steel shaft.
 Rinse the polisher with distilled water after the treatment with cleaning and disinfectant solutions.
 Avoid temperatures >150°C.
 Ultrasonic bath must not exceed temperatures of 42°C because of the possible coagulation of albumen.

 Disposable products delivered unsterile, marked with the symbol (      ), may only go through the validated sterilisation 
 cycle ONCE before initial use. 

// WARNING NOTICES

SYMBOL:

58

Anweisung Sterilisation

WARNHINWEISE: Das Nichtbeachten der maximal zulässigen
der Wasserkühlung kann es zu irreversibler

ANWEISUNGEN: Indikation:
Indizierter Behandlungsbereic
beschrieben.

Kontraindikation: Keine bekannt.

Nebenwirkungen: Keine bekannt.

Arbeitsplatz:
O tzung mi
Papiertuch entfernen.

Aufbewahrung und Transport:
Keine besonderen Anforderungen
die Wiederaufbereitung eines
möglichst nach dessen Verwendung

Reinigungsvorbereitung:
Siehe Desinfektion und Sterilisa
erforderlich.

Reinigung: Manuell
Ausstattung: Reinigungsmittel (Na
1 Std.// Hypochlorid Lösung
Helipur H plus N 4 %, 1 Std.), B
Wasser.

Verfahren:
1 O tzung vom

(Temp. < 30 °C).

2 Reinigungsmittellösung mit 

ANMERKUNG: Zur Reinigung von Kanülierung und
Sacklöchern ist eine geeignete B
damit jede Stelle erreicht wird.

3 Das Instrument wird für 3 Minu
Wasser gehalten. Dabei muss
ser durch die Kanülierungen 
müssen wiederholt gefüllt 

Reinigung: Automatisch
Ausstattung: Reinigungs-/Desinfektionsgerät, Reini-
gungsmittel (z.B. BIB forte)

1 Instrumente in das Gerät einladen.

2 Standardzyklus einstellen, mindes
waschen und 3 Minuten spülen.

3 Beim Herausnehmen der Instrumente Kanülierun-
gen, Sacklöcher etc. auf sichtbaren
suchen. Falls notwendig, Zyklus wiederholen oder
manuell reinigen.

Desinfektion:
Desinfektionslösung (NaOH-Lösung
Hypochlorid Lösung, 12%, 1S
N 4 <%, 1Std.) kann in Übereins
Anweisungen auf dem Etikett
Bei der automatischen Reinigung
für 10 Minuten ein Spüldurchlau
geführt werden.

Wartung:
Stumpfe oder beschädigte G

Kontrolle und Funktionsprüfung:
Alle Instrumente: Sichtprüfung au
Verschleiß durchführen. Ecken
keine Kerben aufweisen und
Lange, schmale Instrumente 
instrumente) auf Verzerrungen
Instrumente zu einer größeren K
mit den zugehörigen Bauteilen 

Verfahrenscode: H   Symbol:

// RESTRICTION OF REPROCESSING

// INSTRUCTIONS

// COMMENT

CLEANING PREPARATION:

CLEANING: AUTOMATIC

DISINFECTION:

DRYING:

RINSING:

MAINTENANCE:

INSPECTION:

rubber and silicone polishers and synthetics 
by the disinfectant manufacturer. Exposure times and concentrations recommended by 
the manufacturer should be adhered to.

Dry with fresh, clean, lint-free cellulose tissues.

Rinse the polishers with distilled water after treatment with cleaning and 
disinfectant solutions.

CLEANING: MANUAL

OR  

Ultrasonic assisted cleaning with a suitable cleaning agent and disinfectant.    

Rinse the instruments afterwards under running water.

1.

2.

Under running water with a brush (plastic bristles).

Machine assisted.
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For all instruments that need to be sterilized in accordance with EN ISO 17664 
and all national valid legal requirements.

Steam sterilisation: Appliance according to EN 13060, validated procedure.
 Category: S- or B-steriliser. 

Holding time: Full cycle 5 min
Sterilisation temperature: 134°C
Drying time: 10 min
Threshold values of contents for feed-water and steam condensates
Loading of steriliser according to manufacturer’s instructions
Follow manufacturer’s operating instructions

Store instruments packed and protected from recontamination in proven suitable 
sterile packaging, cassettes or retainers. 

Repetitive reprocessing can change both the look and feel of the instruments slightly, 
but does not interfere with the instrument’s function.
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Anweisung Sterilisation

WARNHINWEISE: Das Nichtbeachten der maximal zulässigen
der Wasserkühlung kann es zu irreversibler

ANWEISUNGEN: Indikation:
Indizierter Behandlungsbereic
beschrieben.

Kontraindikation: Keine bekannt.

Nebenwirkungen: Keine bekannt.

Arbeitsplatz:
O tzung mi
Papiertuch entfernen.

Aufbewahrung und Transport:
Keine besonderen Anforderungen
die Wiederaufbereitung eines
möglichst nach dessen Verwendung

Reinigungsvorbereitung:
Siehe Desinfektion und Sterilisa
erforderlich.

Reinigung: Manuell
Ausstattung: Reinigungsmittel (Na
1 Std.// Hypochlorid Lösung
Helipur H plus N 4 %, 1 Std.), B
Wasser.

Verfahren:
1 O tzung vom

(Temp. < 30 °C).

2 Reinigungsmittellösung mit 

ANMERKUNG: Zur Reinigung von Kanülierung und
Sacklöchern ist eine geeignete B
damit jede Stelle erreicht wird.

3 Das Instrument wird für 3 Minu
Wasser gehalten. Dabei muss
ser durch die Kanülierungen 
müssen wiederholt gefüllt 

Reinigung: Automatisch
Ausstattung: Reinigungs-/Desinfektionsgerät, Reini-
gungsmittel (z.B. BIB forte)

1 Instrumente in das Gerät einladen.

2 Standardzyklus einstellen, mindes
waschen und 3 Minuten spülen.

3 Beim Herausnehmen der Instrumente Kanülierun-
gen, Sacklöcher etc. auf sichtbaren
suchen. Falls notwendig, Zyklus wiederholen oder
manuell reinigen.

Desinfektion:
Desinfektionslösung (NaOH-Lösung
Hypochlorid Lösung, 12%, 1S
N 4 <%, 1Std.) kann in Übereins
Anweisungen auf dem Etikett
Bei der automatischen Reinigung
für 10 Minuten ein Spüldurchlau
geführt werden.

Wartung:
Stumpfe oder beschädigte G

Kontrolle und Funktionsprüfung:
Alle Instrumente: Sichtprüfung au
Verschleiß durchführen. Ecken
keine Kerben aufweisen und
Lange, schmale Instrumente 
instrumente) auf Verzerrungen
Instrumente zu einer größeren K
mit den zugehörigen Bauteilen 

Verfahrenscode: H   Symbol:

STERILISATION:

STORAGE:

ADDITIONAL INFORMATION:

MANUAL CLEANING:
Cleaning and disinfectant solution Dürr Dental ID 212
Concentration: 2%
Holding time: 5 min

ULTRASONIC ASSISTED CLEANING:
Dürr Dental ID 212 / Readymade solution; Holding time according to manufacturer
Type of appliance: Ultrasonic
Concentration: 2%
Holding time: 2 min

AUTOMATIC CLEANING:
Cleaning and disinfecting machine Miele G 7883
Programme: SPECIAL 93°C -10‘
Holding time: 10 min
Detergent: Dr. Weigert – neodisher MediClean Dental
Rinsing: 3 min at 75°C with neodisher Z Dental

STERILISATION:
Holding time full cycle: 5 min
Sterilisation temperature: 134°C
Drying time: 10 min
Threshold values of contents for feed-water and steam condensates

// VALIDATION CONDITIONS
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